J Wood Sci (2010) 56:452M59 
DOI 10.1007/sl0086-010-1122-5 


© The Japan Wood Research Society 2010 


ORIGINAL ARTICLE 


Takaaki Fujimoto • Yohei Kurata • Kazushige Matsumoto 
Satoru Tsuchikawa 

Feasibility of near-infrared spectroscopy for online multiple trait assessment 
of sawn lumber 


Received: November 16, 2009 / Accepted: March 1, 2010 / Published online: June 24, 2010 


Abstract Near-infrared (NIR) spectroscopy coupled with 
multivariate analysis was applied to estimate multiple traits 
of sawn lumber. The effects of the lumber conveying speed 
(LCS) and measurement resolution of spectra (MRS) on 
the calibrations were examined. NIR spectra ranging from 
1300 to 2300 nm were acquired at LCSs of 10,20, and 30 m/ 
min and at MRSs of 2, 4, and 16 nm. Prediction models of 
bending strength (F b ), modulus of elasticity in bending tests 
(£j,), dynamic modulus of elasticity ( E b ), and wood density 
(DEN) were developed using partial least-squares (PLS) 
analysis. LCS and MRS did not significantly influence the 
calibration performance for any wood property. The regres¬ 
sion coefficients also showed no clear differences for any of 
the conditions. This indicates that the important explana¬ 
tory variables included in the models are not greatly influ¬ 
enced by these measurement conditions. PLS2 analysis 
results, when presented graphically, allowed easy interpreta¬ 
tion of the relationships between wood mechanical proper¬ 
ties and chemical components, e.g., bending strength and 
stiffness were mainly related to polysaccharides cellulose 
and hemicellulose. NIR spectroscopy has considerable 
potential for online grading of sawn lumber, despite the 
harsh measurement conditions. 

Key words Near-infrared spectroscopy • Mechanical stress 
grading ■ Bending strength • Cellulose ■ Japanese larch 


Introduction 

Wood products used as construction materials require a 
high degree of structural performance and reliability, and 
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hence mechanical stress grading is necessary to ensure 
structural reliability. 12 Current methods for grading struc¬ 
tural lumber include visual stress rating and machine stress 
rating, but both grading methods have some inherent limita¬ 
tions. 13 Visual grading is less precise and is time-consuming. 
Machine stress grading can evaluate strength more pre¬ 
cisely and efficiently than visual grading, but it can detect 
only the modulus of elasticity. A device for multiple trait 
assessment would be useful for evaluation of wood strength 
properties that are affected by a number of factors. 4 Hence, 
increased demand for high-performance lumber has led to 
greater demand for enhanced grading techniques. 

Near-infrared (NIR) spectroscopy, a fast-growing tech¬ 
nique for nondestructively evaluating organic materials, has 
found widespread use in variety of industries. 5 Previous 
studies have demonstrated that NIR spectroscopy could be 
successfully applied to the rapid analysis of various wood 
characteristics. 6 With regard to mechanical properties, 
Thumm and Meder, 7 Gindl et al., 8 Kelley et al., 9 and Fuji¬ 
moto et al. 10 provided reasonable calibration models to 
predict wood stiffness and strength traits in many species 
using small clear specimens. Additionally, Meder et al. 11 and 
Fujimoto et al. 12 reported that NIR diffuse reflectance 
spectra could be used to estimate the stiffness of full-length 
lumber with large dimensions. Consequently, NIR spectros¬ 
copy appears to have considerable potential for online 
grading of solid wood products. 

In our previous report, 13 we examined the feasibility of 
NIR spectroscopy for online stress grading using diffuse 
reflectance spectra from static and moving lumber. Models 
for the prediction of several wood properties, such as 
bending strength and modulus of elasticity, were superior in 
the moving condition than in the static condition because 
NIR spectra acquired at multiple measurement points along 
the length of the lumber are more representative of the 
lumber variability than spectra obtained at only one or two 
positions. As the next step, it is necessary to confirm the 
applicability of NIR methods from the viewpoint of practi¬ 
cal use in the wood industry. In actual wood manufacturing 
plants, lumber products are streamed as quickly as possible 
along the process lines; thus, the inspection of lumber 
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quality should be done rapidly. Meglen and Kelley 14 pointed 
out that for effective process monitoring measurements of 
solid wood online, very rapid spectral acquisition times are 
required that are typically between 10 ps and 1 s. We inves¬ 
tigated the effects of the lumber conveying speed and mea¬ 
surement resolution of NIR spectra on the calibration 
performance. 


20, and 30 m/min. Reduction of spectral resolution will lead 
to a shortened acquisition time. 1317 Thus, we examined the 
effect of resolution on the calibrations by setting the mea¬ 
surement resolution of spectra (MRS) at 2,4, and 16 nm in 
TEST_2. In these experiments, LCS was fixed at 20 m/min. 

Statistical analysis 


Materials and methods 

Sample materials and measurements of 
mechanical properties 

A total of 102 Japanese larch (Larix kaempferi) boards with 
dimensions of 30 (radial) x 100 (tangential) x 1000 (longi¬ 
tudinal) mm were prepared for the mechanical tests and 
NIR experiments. Detailed information about sample origin 
and processing procedures was described in our previous 
article, 13 After kiln drying, board surfaces (tangential sur¬ 
faces) were planed by a molder. The average moisture 
content was 10.6 %. The traits investigated in this study 
were the bending strength (/•’,,), modulus of elasticity in 
bending tests ( E b ), dynamic modulus of elasticity (£ fr ), and 
air-dried wood density (DEN). The testing procedures for 
each trait were also the same as in the previous study. In 
brief, the test span of static four-point bending was set at 
630 mm and the load was applied at two points, located 
equidistant from the midspan. F b and E b were calculated 
according to the provisions of ISO standards. 15 E b was mea¬ 
sured using the longitudinal vibration method. 16 


NIR measurements 

Figure 1 shows the NIR measurement setup. Diffuse reflec¬ 
tance spectra were acquired with a MATRIX-F spectrom¬ 
eter (Bruker Optics) equipped with a contact-free NIR 
illumination and detection head. The working distance was 
170 mm. The NIR spectra were obtained over the wave¬ 
length range 1300 to 2300 nm. Sample boards were placed 
on a belt conveyer and average spectra were acquired along 
the entire length of the sample. Spectral measurements 
were conducted at various conditions; the outline of each 
condition is shown in Table 1. From 4 to 16 scans were col¬ 
lected and averaged into a single average spectrum. For 
TEST_1, the lumber conveying speed (LCS) was set at 10, 


All spectral data were split randomly into the calibration or 
validation sets, which consisted of 68 and 34 samples, respec¬ 
tively. Sample set parameter values are summarized in Table 
2. In previous research, we found that there was no clear 
evidence for improvement of the prediction accuracy for 
models with spectra preprocessing. 13 It is well known that 
the second derivative treatment can remove both baseline 
offset and slope from a spectrum and can help resolve 
nearby peaks and sharpen spectral features. To discuss how 
calibration models predict wood mechanical traits in rela¬ 
tion to the spectral features, only the second-derivative 
spectra were used in the following analyses. Second- 
derivative spectra were obtained using the Savitzky-Golay 
algorithm 18 with a 21-point window and a second-order 
polynomial. However, the smoothing points were reduced 
to 11 and 3 points in the case of MRS at 4 and 16 nm, 
respectively, because using these conditions, the number of 
data points was low. 



Spectrophotometer] 


Personal 

computer 
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detection head 
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Fig. 1 . Experimental setup for measurements of near-infrared (NIR) 
diffuse reflectance spectra 


Table 1 . Outline of the measurement conditions 



Lumber conveying 
speed (LCS) 

(m/min) 

Measurement resolution 
of spectra (MRS) 

(nm) 

Number of 

scans 

Acquisition 

time 

(s) 

TEST_1 

10 

2 

16 

6.0 


20 

2 

8 

3.0 


30 

2 

4 

2.0 

TEST_2 

20 

2 

8 

3.0 


20 

4 

12 

3.0 


20 

16 

16 

3.0 
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Table 2. Summary of wood properties of lumber samples for calibration and prediction sets 


Wood property 

Calibration set (n = 68) 



Prediction set ( 

n = 34) 



Mean 

Min 

Max 

SD 

Mean 

Min 

Max 

SD 

F b (MPa) 

84.4 

31.8 

131.3 

23.9 

82.8 

35.1 

130.6 

22.9 

E b (GPa) 

12.75 

4.88 

20.14 

3.35 

12.77 

5.63 

19.40 

3.36 

E b (GPa) 

13.56 

5.12 

21.23 

3.68 

13.37 

5.98 

20.16 

3.49 

DEN (kg m' 3 ) 

556 

382 

721 

67 

549 

412 

684 

61 


Sample number of prediction set for E b was 33 

K bending strength; E b , modulus of elasticity in bending; E b , dynamic modulus of elasticity; DEN , air-dry wood density; SD, standard 
deviation 


Table 3. Correlation coefficients among wood properties 



F b 

E b 

E b 

DEN 

F b 

1.00 




E b 

0.92 

1.00 



E b 

0.90 

0.99 

1.00 


DEN 

0.83 

0.87 

0.87 

1.00 


Partial least-squares (PLS) regression was used to 
develop all prediction models. 1920 There are two types of 
PLS algorithm, namely PLS1 and PLS2. The former deals 
with only one response variable at a time and the latter 
handles several responses simultaneously. 19 First, the models 
for each trait were built through the PLS1 algorithm. Highly 
significant correlations were found among all the traits 
(Table 3). Thus, the PLS2 analysis was also performed by 
putting all traits into the Y-matrix. When the PLS2 models 
were constructed, weighting the Y-matrix values by the 
inverse of their standard deviations compensated for the 
large differences in the magnitude of each trait value. 
The final number of factors selected for incorporation into 
the model was chosen to minimize the residual variance 
when using full cross-validation. All data analyses were per¬ 
formed using Unscrambler software version 9.6 (CAMO 
AS, Norway). 


Results and discussion 

Near-infrared spectra 

Figure 2 shows NIR diffuse reflectance raw spectra (Fig. 
2a,c) and their second-derivatives (Fig. 2b,d) obtained from 
Japanese larch lumber samples. All spectral lines indicate 
the average of all samples. Assignments related to specific 
wood components have been reported by a number of 
authors. 21-27 Wood-specific absorption bands are labelled in 
Fig. 2, and their assignments are summarized in Table 4. 

Trends of the raw and second-derivative spectra were 
quite similar and were independent of LCS, and thus, 
typical absorption bands associated with chemical compo¬ 
nents of wood were stable for each condition (Fig. 2a,b). 
This fact strongly suggests that the intrinsic information 
about wood substances can be detected by NIR spectro¬ 
scopy even when the sample lumbers move at “high” speed 
in a lumber production line. As mentioned above, another 


possible solution for the issue of shortening the inspection 
time may be to reduce the resolution of spectra acquisition. 
Although a few weak absorption bands were unable to be 
clearly observed at an MRS of 16 nm, the main absorption 
bands still could be seen (Fig. 2c,d). Schimleck et al. 17 mea¬ 
sured NIR spectra changing the spectral sampling interval 
(SSI) from 2 to 64 nm and reported that differences 
between NIR spectra were small for SSIs of 2, 4, 8, and 
16 nm. 

PLS1 modeling for each wood property and their 
regression coefficients 

Calibration models for each wood property were developed 
for various conditions using PLS1 analyses. Statistical results 
are summarized in Tables 5 and 6. Figure 3 shows the rela¬ 
tionship between laboratory-measured and NIR-predicted 
values for each property for an LCS of 20 m/min. 

Calibration performance for all traits showed no clear 
dependence on LCS or MRS (Tables 5 and 6). The calibra¬ 
tions of all wood properties had relatively strong relation¬ 
ships between laboratory-measured and NIR-predicted 
values, with coefficients of determination (r) ranging from 
0.62 to 0.77. The calibration equations were applied to the 
prediction set of 34 specimens and it was found that predic¬ 
tions of the respective wood properties were also well fitted, 
with coefficients of determination (r P 2 ) ranging from 0.54 to 
0.83. The error terms, i.e., standard error of cross-validation 
(SECV) and standard error of prediction (SEP), showed 
similar values to those found in previous reports. 13 Models 
of each trait were well fitted over a wide range of variation 
(Fig. 3). The ratio of performance to deviation (RPD), cal¬ 
culated as the ratio of the standard deviation of the refer¬ 
ence data to SEP, was good enough in the practical sense, 
ranging from 1.70 to 2.36. An RPD of greater than 2.5 is 
considered satisfactory for screening; 28 however, it has been 
shown that with an RPD of approximately 1.5, NIR spec¬ 
troscopy can be used as an initial screening tool. 29 The cali¬ 
brations presented in this study demonstrate that NIR 
spectroscopy can meet the demands of rapid inspection in 
wood product manufacturing. 

Meglen and Kelley 14 examined the effect of decreased 
spectral resolution on calibrations developed for the stiff¬ 
ness and modulus of rupture. Sampling intervals up to 
32 nm did not have a large negative effect on the coefficient 
of determination. This fact supports our results. Schimleck 
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Fig. 2. NIR diffuse reflectance (Refl) raw spectra (a and c) and their 
second-derivative spectra (b and d). In a and b, the solid, dashed, and 
gray lines indicate lumber conveying speeds (LCSs) of 10,20, and 30 ml 
min, respectively, with measurement resolution of spectra (MRS) of 


2 nm. In c and d. the solid, dashed, and gray lines indicate MRSs of 2, 
4, and 16 nm, respectively, with an LCS of 20 m/min. All spectral lines 
indicate the average of all samples. Important absorption bands are 
labeled and are described in Table 4 


Table 4. Assignment of the near-infrared absorption bands from Japanese larch lumber 



Wavelength (nm) 

Assignment 

Reference 

1 

1366 

2xCH str. + CH def., cellulose 

19 

2 

1428 

OH str. first overtone, amorphous regions in cellulose and H 2 0 

20 

3 

1450 

OH str. first overtone, CH str. + CH def., lignin 

21 

4 

1489 

OH str. first overtone, crystalline regions in cellulose 

19 

5 

1548 

OH str. first overtone, crystalline regions in cellulose 

20 

6 

1592 

OH str. first overtone, crystalline regions in cellulose 

20 

7 

1672 

CH str. first overtone, aromatic groups in lignin 

22 

8 

1724 

CH str. first overtone, furanose/pyranose due to hemicellulose 

22 

9 

1780 

CH str. first overtone, semi-crystalline or crystalline regions in cellulose 

23 

10 

1830 

OH str. + 2xCO str., semi-crystalline or crystalline regions in cellulose 

22 

11 

1916 

OH str. + OH def., H 2 0 

24 

12 

1940 

OH str. + OH def., H 2 0 

24 

13 

2080 

OH str. + CH def., semi-crystalline or crystalline regions in cellulose 

25 

14 

2200 

CH str. + C = O str., -CHO 

25 

15 

2270 

CH str. + OH str., cellulose 

23 


Numbers in the first column correspond to those in Figs. 2, 4, and 5 
str., stretching; def., deformation 


et al. 17 investigated the same trials and reported that the 
quality of the calibrations associated with the various wood 
properties was affected to different degrees as the resolu¬ 
tion decreased: the microfibril angle calibration was the 
most affected, whereas the air-dry density was the least 


affected. Such a tendency was not found in our study. Since 
general trends of the regression coefficients showed the 
same pattern for all traits, results for E h are shown in Fig. 4. 
Important absorption bands are labeled and are described 
in Table 4. 
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Table 5. Results of PLS1 modeling for each wood property for various lumber conveying speeds 



LCS (m/min) 

Calibration set 


Prediction set 




Factor 

r 2 

SECV 

rp 

SEP 

RPD 

F h (MPa) 

10 

6 

0.63 

14.6 

0.61 

14.0 

1.71 

20 

6 

0.63 

14.2 

0.65 

13.0 

1.84 


30 

5 

0.63 

14.2 

0.64 

14.1 

1.70 

E b (GPa) 

10 

4 

0.74 

1.62 

0.64 

1.64 

2.05 


20 

3 

0.71 

1.70 

0.74 

1.58 

2.13 


30 

5 

0.72 

1.63 

0.65 

1.62 

2.07 

E h (GPa) 

10 

4 

0.75 

1.80 

0.69 

1.89 

1.95 


20 

3 

0.71 

1.87 

0.71 

1.76 

2.10 


30 

6 

0.76 

1.77 

0.74 

1.76 

2.09 

DEN (kg irf 3 ) 

10 

3 

0.67 

36.4 

0.54 

37.5 

1.78 

20 

3 

0.72 

34.8 

0.57 

32.2 

2.08 


30 

5 

0.67 

34.9 

0.61 

34.9 

1.91 


The measurement resolution of spectra was fixed at 2 nrn in all cases 

LCS, lumber conveying speed; r 2 , coefficient of determination from cross-validation; SECV, stan¬ 
dard error of cross-validation; /> 2 , coefficient of determination for prediction set; SEP, standard 
error of prediction; RPD. ratio of performance to standard deviation 


Fig. 3. Measured versus 
NIR-predicted value plots for 
a bending strength (F b ), b 
modulus of elasticity in bending 
(E b ), c dynamic modulus of 
elasticity ( E b ), and d wood 
density (DEN) for an LCS of 
20 m/min. The open circles 
indicate the calibration set and 
filled triangles indicate the 
prediction set. SECV , standard 
error of cross-validation; SEP, 
standard error of prediction 



Measured Fb ( MPa) 


Measured Eft (GPa) 



Measured Eb (GPa) 


Measured DEN (kg m‘ 3 ) 


There were also no clear differences in regression coef¬ 
ficients for any measurement condition. Substantial NIR 
absorptions could be found even at a resolution of 16 nm, 
which was the worst-case measurement scenario. These 
results are consistent with Fig. 2 and indicate that important 


explanatory variables included in the models are not 
strongly influenced by the measurement conditions. There 
were significant negative regression coefficients at wave¬ 
lengths related to cellulose, which is the skeletal substance 
of the cell wall (1, 4-6, 9,10,13, and 15). This fact explains 
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Table 6. Results of PLS1 modeling for each wood property in the various measurement resolu¬ 
tions of spectra 



MRS (nm) 

Calibration set 


Prediction set 


Factor 

r 2 

SECV 

r/ 

SEP 

RPD 

F h (MPa) 

2 

6 

0.63 

14.2 

0.65 

13.0 

1.84 


4 

5 

0.62 

14.5 

0.73 

12.5 

1.92 


16 

6 

0.64 

13.9 

0.72 

12.3 

1.94 

E b (GPa) 

2 

3 

0.71 

1.70 

0.74 

1.58 

2.13 


4 

3 

0.73 

1.67 

0.73 

1.70 

1.98 


16 

3 

0.70 

1.82 

0.79 

1.52 

2.21 

E b (GPa) 

2 

3 

0.71 

1.87 

0.71 

1.76 

2.10 


4 

3 

0.76 

1.75 

0.69 

1.75 

2.11 


16 

6 

0.77 

1.68 

0.83 

1.55 

2.37 

DEN (kg m“ 3 ) 

2 

3 

0.72 

34.8 

0.57 

32.2 

2.08 


4 

3 

0.70 

36.3 

0.58 

37.1 

1.80 


16 

3 

0.70 

36.5 

0.63 

32.1 

2.08 


The lumber conveying speed was 20 m/min in all cases 
MRS, measurement resolution of spectra 


1.5 

l.o 


1 




Fig. 4. Regression coefficients for the partial least-squares (PLS) 
models predicting the modulus of elasticity ( E b ). In panel a, the solid, 
dashed, and gray lines indicate LCSs of 10, 20, and 30 m/min, respec¬ 
tively. In panel b, the solid, dashed, and gray lines indicate MRSs of 2, 
4, and 16 nm, respectively. Important absorption bands are labeled and 
are described in Table 4 


that increases in cellulose are related to increased wood 
stiffness. 1012 The matrix substance of the cell wall, i.e., lignin 
and hemicelluloses, showed significant regression coeffi¬ 
cients at 3, 7, and 8. High negative and positive regression 
coefficients were observed at the OH absorption bands due 
to water (2,11, and 12). 


Table 7. Results of PLS2 modeling for each wood property 



Calibration set 


Prediction set 


Factor 

r 2 

SECV 

r? 

SEP 

RPD 

F b (MPa) 

3 

0.54 

16.0 

0.57 

14.8 

1.62 

E b (GPa) 

3 

0.71 

1.80 

0.74 

1.66 

2.02 

Eb (GPa) 

3 

0.73 

1.93 

0.73 

1.79 

2.05 

DEN (kg m" 3 ) 

3 

0.66 

38.7 

0.57 

35.7 

1.87 


The lumber conveying speed was 20 m/min and the measurement reso¬ 
lution of spectra was 2 nm 


PLS2 modeling for each wood property 

All mechanical stress grading systems are based on the use 
of predictors to estimate strength ( F b ) properties. 3 The most 
common predictor for grading lumber is the modulus of 
elasticity, i.e., the stiffness (E b and E b ), because there are 
very close relationships between stiffness and strength in 
general (see also Table 3). Additionally, stiffness is the only 
structural property of wood that can be practicably deter¬ 
mined by a nondestructive method. However, NIR spec¬ 
troscopy may be able to directly estimate strength by 
combining all kinds of predictors. A PLS2 analysis that 
can operate on all property data simultaneously was 
performed. 

Table 7 shows the results of PLS2 modeling for each 
property. PLS2 analysis was conducted at an LCS of 20 m/ 
min and an MRS of 2 nm. The results were similar to those 
of the PLS1, except for the F b , which showed a slight decline 
of calibration performance (see Tables 5 and 7). There is no 
consensus on whether multiresponse modeling (PLS2) can 
achieve better predictive performance than independent 
modelling (PLS1). 30 Actually, PLS1 usually gives more 
precise models. 19 ' 31,32 Nevertheless, PLS2 gives models with 
similar predictive abilities to PLS1 when the dependent 
variables are strongly correlated, as was found in this 
study. 19 ' 33 






































458 


Fig. 5. X- and Y-loading plots 
for the first three PLS factors 
resulting from the PLS2 analysis. 
Important absorption bands are 
labeled and are described in 
Table 4 








Y variables 


Wavelength (nm) 


Although PLS2 analysis could not improve the calibra¬ 
tion performances for all traits, it is easy to graphically 
reveal the relationship among X variables (NIR spectra) 
and Y variables (wood properties). 34 Figure 5 shows the X- 
and Y-loading plots for the first three factors from PLS2 
analysis. The first factor explains the large amount of vari¬ 
ance in both X (22%) and Y (50%) matrices and was mainly 
related to mechanical properties (I\. E b . and E b ) rather than 
to wood density (DEN). There were many absorption bands 
related to wood components in the X-loading of factor 1. 
Absorptions due to cellulose and hemicellulose (1, 2, 4-6, 
8-10, 13, and 15) showed constant negative loading, and 
absorptions due to lignin (3 and 7) and water (11) showed 
positive loading. These findings could clearly explain that 
polysaccharides are positively related to wood mechanical 
properties. The second factor also explains a considerable 
amount of variance in both X (58%) and Y (15%) matrices, 
but this factor was mainly related to wood density. The 
X-loading of factor 2 indicated that wood density is posi¬ 
tively related to water content (2 and 11), which is in agree¬ 


ment with a previous article. 10 The third factor could not add 
significant further explanation of variance in either X (8%) 
or Y (8%) matrices. The X-loadings of factor 3 show absor¬ 
bances due to cellulose (1 and 15) and lignin (3 and 7), but 
these were not uniform, showing both positive and negative 
values. 


Conclusions 

This study examined the effect of lumber conveying speed 
and measurement resolution of spectra on NIR calibration 
accuracy. Intrinsic information with regard to wood sub¬ 
stances could be detected by NIR spectroscopy even at high 
speed and low resolution. Reasonable calibration models 
for predicting wood properties could be obtained under any 
of the conditions used. There were also no clear differences 
in regression coefficients for any measurement conditions, 
indicating that important explanatory variables included in 
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the models were not greatly influenced by restricted mea¬ 
surement conditions. PLS2 analysis might help to more 
easily understand the relationships between wood mechani¬ 
cal properties and the chemical components, although it 
could not achieve better predictive performance than PLS1. 
It was concluded that NIR spectroscopy could be applied 
to online grading of lumber quality. 
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